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ABSTRACT

الأهداف: معرفة تأثير منظار الحنجرة ماكوي وماكنتوش والفيديو C-MAC على 
قطر غمد العصب البصري )ONSD( واستجابات الدورة الدموية لتنظير الحنجرة 

والتنبيب.

المنهجية: أجريت هذه الدراسة العشوائية المرتقبة في مستشفى جامعة زونغولداك 
ويناير  2019م  يوليو  من  الفترة  خلال   ، تركيا  زونغولداك،  أجاويد،  بولنت 
الدراسة  من  واستبعدنا  المرضى.  جميع  من  خطية  موافقة  على  2020م. حصلنا 
الجلوكوما.  أو  الجمجمة/العين  داخل  سابقة  جراحة  من  يعانون  الذين  المرضى 
  C-MAC )30 و Macintosh و McCoy واختير المرضى عشوائياً باستخدام
متوسط  سجلنا  الشخص.  بنفس  التنبيب  أجري  كما  مجموعة(.  لكل  مريض 
الضغط الشرياني، وضربات القلب )HR( و ONSD قبل الحث وتكرر التسجيل 

في الدقيقة 1  و 3 و 5 و 10 بعد التنبيب.

النتائج: كانت تأثيرات منظار الحنجرة والتنبيب على استجابات الدورة الدموية 
داخل  المقارنة  أظهرت  بينما   .)p>0.05( المجموعات  بين  متشابهة   ONSD و 
المجموعات زيادة ONSD في مجموعة McCoy و HR و زيادة ONSD في 
مجموعة Macintosh مقارنة بخط الأساس بعد دقيقة واحدة من التنبيب، لم 
مجموعة  في   ONSD وقياسات  الدموية  الدورة  استجابات  في  تغيير  أي  تظهر 

.)p>0.05( القيمة الإحصائية C-MAC

من حيث  المجموعات  بين  كبير  فرق  أي  تظهر  لم   ، الدراسة  هذه  في  الخلاصة: 
أنه  والتنبيب.لاحظنا  الحنجرة  لمنظار  الدموية  الدورة  واستجابات   ONSD
لايوجد تغييرات كبيرة في قيم ONSD فقط في مجموعة فيديو منظار الحنجرة 
بالفيديو  الحنجرة  منظار  باستخدام  التنبيب  أن  يُعتقد  لذلك   .C-MAC
داخل  الضغط  في  زيادة  من  يعانون  الذين  للمرضى  أكثر  مناسب   C-MAC

الجمجمة.

Objectives: This study aims to investigate the effect of 
McCoy, Macintosh laryngoscope, and C-MAC video-
laryngoscopes on optic nerve sheath diameter (ONSD) 
and hemodynamic responses to laryngoscopy and 
intubation.

Methods: This prospective randomized study was 
conducted in Zonguldak Bülent Ecevit University 
Hospital, Zonguldak, Turkey, between July 2019 and 
January 2020. Informed written consent was obtained 
from all patients. Patients with previous intracranial/
ocular surgery or glaucoma were excluded from the 
study. The patients were randomized to use McCoy, 
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Macintosh, and C-MAC (30 per group). Intubations 
were performed by the same person. Mean arterial 
pressure, heart rate (HR), and ONSD were recorded 
before the induction and repeated in 1, 3, 5, and 10 
minutes after the intubation.

Results: The effects of laryngoscopy and intubation 
on hemodynamic responses and ONSD were similar 
between groups (p>0.05). While the comparison within 
groups showed ONSD increase in McCoy group 
and HR and ONSD increase in the Macintosh group 
compared to baseline 1 min after the intubation, no 
change was observed in hemodynamic responses and 
ONSD measurements in the C-MAC® group (p>0.05).

Conclusions: In this study, there was no significant 
difference between the groups in terms of ONSD and 
hemodynamic responses to laryngoscopy and intubation. 
It was observed that there were no significant changes 
in ONSD values just in C-MAC® video-laryngoscope 
group. Therefore, intubations with C-MAC® video-
laryngoscope are thought to be more appropriate for 
patients with an increase in intracranial pressure.

Keywords: hemodynamic response, laryngoscope types, 
optic nerve sheath diameter
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Endotracheal intubation is the gold standard for 
ensuring airway safety in general anaesthesia 

applications.1 Stimulation of the supraglotticregion 
during laryngoscopy leads to an increase in plasma 
catecholamine concentration due to the activation of 
the  sympathoadrenal  system.2 After laryngoscopy and 
intubation, a temporary (approximately 5 min) increase 
in heart rate (HR), blood pressure and intraocular 
and intracranial pressure (ICP) and undesirable effects 
such as arrhythmia and bronchoconstriction may 
occur. Hemodynamic changes vary among patients. 
Although healthy and young patients generally 
tolerate these reactions well, patients with limited 
coronary reserves (myocardial ischaemia, acute heart 
failure or severe arrhythmia) may suffer pathological 
consequences.1-4 Control of hemodynamic response 
caused by laryngoscopy and intubation is very 
important in the practice of anesthesia. Many studies 
have reported the possible importance of the choice of 
laryngoscope in reducing or preventing this response.5-

23  Video-laryngoscopes have recently been introduced 
into clinical use. The C-MAC® video-laryngoscope 
with Macintosh blade (KARL STORZ, Tuttlingen, 
Germany), which is designed for use in difficult 
airways, is frequently used. Although the C-MAC® 
video-laryngoscope performs the same function as 
conventional laryngoscopes, it has been suggested that, 
by providing a larger laryngeal image with the help of 
the camera at the end of the laryngoscope blade, direct 
visualization of the glottis facilitates intubation and may 
reduce unwanted hemodynamic responses by reducing 
laryngeal irritation.10-13,16,18,21-23

Patients may be at heightened risk of increasing ICP 
during anesthesia and surgery for several reasons.24-33 
Therefore, non-invasive methods, which can easily be 
applied in the operating room, have gained interest. 
Transocular ultrasound optic nerve sheath diameter 
(ONSD) measurement is the most prominent of these 
methods.26-36 When ICP increases, the sheath diameter 
is enlarged, and this change in diameter allows ICP to 
be evaluated indirectly by ultrasound via the optic nerve 
sheath.28

This study aimed to investigate the effects of 3 
different laryngoscopes (the McCoy, and Macintosh 
laryngoscopes and the C-MAC® video-laryngoscope) on 
laryngoscopy, ONSD, intubation and hemodynamic 
response in patients with normal airways.

Methods. After receiving permission from the 
Zonguldak Bülent Ecevit University Research Ethics 
Committee (Date: 12/06/2019, No: 2019/09), this 
prospective randomized study was conducted in at 
the Zonguldak Bülent Ecevit University Hospital, 
Zonguldak, Turkey, between July 2019 and January 
2020. Informed written consent was obtained from 
all patients. Ninety patients (aged 18-65 years) with 
an ASA score of I-II, who were scheduled for non 
ophthalmic elective surgery, were included in this study. 
The surgeries were performed under general anesthesia 
in the supine position and endotracheal intubation 
was performed. Patients with Mallampati and ASA 
status ≥ III, a history or suspicion of a difficult airway, 
those who had undergone intubation attempts more 
than 2 times, a history of intracranial/ocular surgery, 
cerebral edema or high ICP, glaucoma, uncontrolled 
hypertension, diabetic retinopathy and those who 
declined to participate were excluded. The demographic 
data, Mallampati and ASA status and intubation time 
(time from the insertion of the laryngoscope to the 
passage of the endotracheal tube through the glottis) of 
the patients were recorded.

The patients did not receive any premedication. 
Upon arrival at the operating room, an intravenous 
line was established, and normal saline was started. The 
patients were connected to a multichannel monitor 
that recorded the HR, non-invasive blood pressure, 
peripheral oxygen saturation (SpO2), bispectral index 
(BIS) and train-of-4 muscle relaxation. Bispectral index  
was used to monitor the depth of anesthesia and keep 
it between 40 and 60. The patients were given 6 L/min 
oxygen (O2) through a face mask, and preoxygenation 
was started. A standardized anesthesia protocol 
that included propofol by 2.5 mg/kg, fentanyl by 
2 mcg/kg and 0.6 mg/kg of rocuronium was followed 
for all patients. Anesthesia was maintained with an 
inspiratory concentration of 2% sevoflurane and 50% 
nitrous oxide in O2 at a fresh gas flow rate of 4 L/min.

Before anesthesia induction, all patients were 
randomly assigned to 3 groups using the sealed envelope 
technique: the McCoy laryngoscope group (n=30), the 
Macintosh laryngoscope group (n=30) and the C-MAC® 
video-laryngoscope group (n=30). During intubation, a 
standard intubating pillow was used. The endotracheal 
tube sizes for the female patients were predetermined as 
7.5  mm and male as 8.5 mm. The endotracheal tubes 
were inserted via stylets with a 35 degrees “hockey stick” 
bend angle for all patients. A size 3 laryngoscope blade 
was used for all patients. All intubation procedures were 
performed by the same experienced anesthesia assistant 
who was familiar and trained (performed at least 50 
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intubations prior to the study) with all 3 laryngoscopes. 
The endotracheal cuff pressure was standardized to 20 
cmH2O via a manometer.

The patients’ ONSDs were measured from both 
eyes using an EsaoteMyLab™ 30 (Gold, Genova, 
Italy) ultrasonography device while the patient was in 
the supine position. For the ONSD measurements, 
a water-soluble sterile gel was applied to the closed 
upper eyelid. The 7.5 MHz linear ultrasound probe 
was carefully placed over the gel onto the upper eyelid. 
In the M mode, the entrance of the optic nerve to 
the orbital globe was imaged on the monitor without 
exerting excessive pressure. After finding the optimal 
contrast between the retrobulbar echogenic adipose 
tissue and the vertical hypoechogenic band, the ONSD 
was measured 3 mm behind the optic disc using an 
electronic calliper. The gel was wiped from the eyelid 
after the measurement was finished. The ONSD 
measurements were determined by averaging the values 
obtained from the transverse measurements of both 
eyes. The measurements for each patient were performed 
by 3 anesthesiologists who had received one week of 
training (approximately 20 measurements) prior to this 
study.The ONSD measurement values were determined 
for each patient by averaging the measurements taken 
by the 3 different anesthesiologists. The measurement 
results of each anesthesiologist were kept confidential 
from the other anesthesiologists. The hemodynamic 
variables (HR and mean arterial pressure [MAP]) and 
ONSD measurements were recorded immediately 
before induction (T0) and 1 min (T1), 3 min (T3), 
5 min (T5) and 10 min (T10) after intubation. All 
study parameters were collected and documented by 
the same observer, who did not know which type of 
laryngoscope was used. The laryngoscopy duration was 
measured with a stopwatch by an independent observer.

Statistical analysis. Statistical analysis was performed 
using the Statistical Package for Social Sciences version 
23.0 (SPSS Inc.; Chicago, IL, USA). One-way ANOVA 
was used to compare the normally distributed data 
between the groups. Tukey’s HSD and Tamhane’s T2 
tests were used for multiple comparisons. Repeated-
measures ANOVA was used for the comparisons 
based on time within the groups. The planned sample 
size required to detect 95.9% test power (1-β), 95% 
confidence (1-α) and effect size d = 1.16 was 10 people 
per group. We included 30 patients in each group to 
compensate for patient dropouts.34 The results of the 
analyses are presented as mean ± SD. A p-value of <0.05 
was considered statistically significant.

Results. The target BIS level was obtained and 
maintained in all patients. No patient was excluded 
because of anesthetic depth failure. All patients 
were intubated at the first attempt. There was no 
difference between the groups in terms of demographic 
characteristics or Mallampati and ASA scores (p>0.05) 
(Table 1). The intubation time was significantly longer 
in the C-MAC® video-laryngoscope group (p<0.001) 
(Table 1).

There was no statistically significant difference 
between the groups in terms of the hemodynamic 
responses to laryngoscopy and intubation. The HR and 
MAP values were increased in all groups in the first 
minute after intubation, but there was no statistical 
significance (p>0.05) (Tables 2 & 3).

The comparisons of the mean HR values for 
each time period within the groups are presented in 
Table 2. In the McCoy group, the temporal changes in 
the HR values were statistically significant (p=0.013). 
The mean HR value at the time T0 before induction 
was not significantly different from all other times, 

Table 1 - Comparison of the groups’ demographic characteristics, ASA-Mallampati scores and intubation times.

Demographic 
characteristics

Total
(n=90)

McCoy
(n=30)

Macintosh
(n=30)

C-MAC®

(n=30)
P-value

Gender (F/M)(n) 67/23 25/5 20/10 22/8 0.330

Age (years) 40.64 ± 12.26 40.87 ± 12.75 41.53 ± 11.31 39.53 ± 12.99 0.816

Weight (kg) 70.70 ± 13.84 65.87 ± 12.85 72.93 ± 14.16 73.30 ± 13.64 0.062

ASA (I/II) 36/54 10/20 11/19 15/15 0.387

Mallampati (I/II) 47/43 15/15 14/16 18/12 0.569

Intubation time (s) 16.53 ± 5.92 15.37 ± 5.19a 14.33 ± 4.16a 19.90 ± 6.71b <0.001

Data are presented as mean±standard deviation or number (n), p-value comparison between groups. a-b: no difference between groups 
with the same letter
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whereas the value at T10 after intubation was lower 
than those at T1, T3 and T5. In the Macintosh 
group, the temporal changes of the HR mean values 
were statistically significant (p<0.001). The HR value 
obtained at T0 before induction was lower than the T1 
and T3 measurements after intubation. The T1 and 
T3 measurements after intubation were also different 
from the T5 and T10 measurements after intubation. 
After intubation, the value obtained at T10 was lower 
than that obtained at T5. In the C-MAC® video-
laryngoscope group, the temporal variation of the HR 
mean values was also statistically significant (p=0.001). 
The value obtained at T0 before induction was not 
significantly different from all other times, whereas the 
value obtained at T10 after intubation was lower than 
the values at T1, T3, and T5.

The comparisons of MAP for each time period within 
the groups are presented in Table 3. In the McCoy group, 
the mean MAP value at the time T0 before induction 
was higher than the value at T10 after intubation. The 
MAP values at T1 and T3 after intubation were also 

higher than the T5 and T10 values (p<0.001). In the 
Macintosh group, the mean MAP value obtained at the 
time T0 before induction was higher than the values at 
T5 and T10 after intubation. Similarly, the MAP value 
at the time T1 after intubation was higher than those 
at T3, T5 and T10 (p<0.001). In the C-MAC® video-
laryngoscope group, the mean MAP value obtained at 
the time T0 before induction was higher than the values 
at T5 and T10 after intubation. The MAP values at T10 
after intubation were also lower than those at T0, T1 
and T3 (p<0.001).

An increase in the ONSD measurements observed 
immediately after laryngoscopy and intubation was seen 
in all groups, but there was no statistically significant 
difference between them (p>0.05) (Tables 4 & 5). Table 
4 shows the change in the mean values of the right 
eye ONSD measurements for each time period within 
the groups. In the McCoy group, the mean values of 
the right eye ONSD measurements were significantly 
different. The ONSD value obtained at T0 before 
induction was lower than the values obtained at T1 and 

Table 2 - Comparison of heart rates within and between groups.

Time (min) McCoy (n=30) Macintosh(n=30) C-MAC® (n=30) P-value

T0 84.77 ± 18.67ab 76.80 ± 13.77ab 78.87 ± 14.33ab 0.133

T1 91.73 ± 10.60a 91.13 ± 12.85c 86.73 ± 13.68a 0.242

T3 88.47 ± 11.22a 87.27 ± 11.61c 86.27 ± 14.76a 0.797

T5 87.17 ± 10.72a 82.90 ± 11.63b 83.27 ± 14.75a 0.345

T10 82.47 ± 10.46b 77.57 ± 13.11a 80.47 ± 14.37b 0.331

T0: before induction, T1: 1 min after intubation, T3: 3 min after intubation, T5: 5 min after intubation, 
T10: 10 min after intubation. p-value: comparison between groups. a-c: There is no difference between times with 

the same letter in a group.

Table 3 - Comparison of mean arterial pressures within and between groups.

Time (min) McCoy (n=30) Macintosh (n=30) C-MAC® (n=30) P-value

T0   97.67 ± 24.43bc  100.03 ± 15.32bc     98.63 ± 12.14c 0.878

T1 101.90 ± 19.76b 108.03 ± 22.83c   101.77 ± 21.03c 0.430

T3   91.90 ± 20.99b   92.73 ± 16.14b     89.73 ± 18.51bc 0.814

T5   83.57 ± 17.48ac   86.13 ± 14.72a     86.10 ± 16.44ab 0.782

T10   78.30 ± 11.47a   80.40 ± 14.50a      79.43 ± 11.53a 0.811

T0: before induction, T1: 1 min after intubation, T3: 3 min after intubation, T5: 5 min after intubation, 
T10: 10 min after intubation. p-value: comparison between groups.

a-c: There is no difference between times with the same letter in a group
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T3 after intubation (p<0.001). There was no difference 
between the other times. In the Macintosh group, the 
mean values of the right eye ONSD measurements were 
significantly different. The ONSD value obtained at T0 
before induction was lower than that at T1. Similarly, 
the T10 value was lower than the T1 and T3 values 
(p=0.003). In the C-MAC® video-laryngoscope group, 
the mean values of the ONSD measurements of the 
right eye did not significantly differ (p=0.291).

Table 5 shows the change in the mean values of the 
left eye ONSD measurements for each time period 
within the groups. The mean values of the ONSD 
measurements in the left eye differed in the McCoy 
group. The value obtained at T0 was lower than those 
at T1 and T5 (p=0.002). In the Macintosh group, there 
was also a difference between the mean values: the 
ONSD value obtained at T0 was lower than that at T1, 
and the value at T10 was lower than those at T1 and T3 
(p<0.001). In the C-MAC® video-laryngoscope group, 
the mean values of the ONSD measurements of the left 
eye were not significantly different (p=0.505).

Discussion. In this study, in which the effects of 
3 different laryngoscopes (the McCoy and Macintosh 
laryngoscopes and the C-MAC® video-laryngoscope) on 
hemodynamic response to laryngoscopy and intubation 
and ONSD in patients with normal airway were 
evaluated, there was no significant difference among 
the groups. However, the intragroup comparisons 
showed that the increase in HR was significantly 
higher in the first and third minutes after intubation 
compared to the baseline value only in the case of 
using the Macintosh laryngoscope. The increase in the 
MAP values was similar in all 3 laryngoscope groups 
compared to the baseline value, and in the first minute 
after intubation, it did not change significantly. The 
ONSD measurements were significantly increased at 
T1 compared to the baseline values in the use of the 
McCoy and Macintosh laryngoscopes, whereas the 
HR and ONSD measurements were not significantly 
changed in C-MAC® video-laryngoscopy, but the MAP 
values were significantly increased at T5 and T10 after 
intubation. The intubation time of C-MAC® video-
laryngoscopy was significantly longer than the others.

Table 5 - Comparison of left-eye optic nerve sheath diameter measurements within and between groups.

Time (min) McCoy (n=30) Macintosh (n=30) C-MAC® (n=30) P-value

T0 3.70 ± 0.55b 3.87 ± 0.40ac 3.85 ± 0.60 0.364

T1 4.02 ± 0.64a 4.26 ± 0.58b 3.96 ± 0.59 0.137

T3 3.97 ± 0.62ab 4.09 ± 0.52bc 3.98 ± 0.55 0.661

T5 3.94 ± 0.66a 4.02 ± 0.56ab 4.00 ± 0.66 0.894

T10 3.77 ± 0.67ab 3.84 ± 0.45a 3.94 ± 0.75 0.572

T0: before induction, T1: 1 min after intubation, T3: 3 min after intubation, T5: 5 min after intubation, 
T10: 10 min after intubation. p-value: comparison between groups. a-c: There is no difference between 

times with the same letter in a group

Table 4 - Comparison of right-eye ONSD measurements within and between groups.

Time (min) McCoy (n=30) Macintosh (n=30) C-MAC® (n=30) P-value

T0 3.65 ± 0.64b 3.98 ± 0.59ad 3.88 ± 0.78 0.159

T1 4.08 ± 0.58a 4.32 ± 0.57bc 4.09 ± 0.65 0.227

T3 4.04 ± 0.59a 4.24 ± 0.59bd 4.11 ± 0.66 0.440

T5 3.87 ± 0.81ab 4.06 ± 0.65ac 4.06 ± 0.81 0.520

T10 3.81 ± 0.66ab 3.89 ± 0.53a 4.05 ± 0.67 0.340

T0: before induction, T1: 1 min after intubation, T3: 3 min after intubation, T5: 5 min after intubation, 
T10: 10 min after intubation. P-value: comparison between groups.

a-d: There is no difference between times with the same letter in a group.
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Physiopathological changes due to laryngoscopy and 
intubation are important. While these temporary 
changes do not cause problems for some patients, 
they may cause more serious hemodynamic responses 
in patients with cardiovascular pathology, cerebral 
aneurysm and intracranial hypertension.1-4

In addition to various induction regimens used 
to reduce or prevent hemodynamic responses to 
laryngoscopy and intubation, alternative laryngoscopes 
used to facilitate laryngoscopy and improve the glottic 
appearance have also been reported.1,4-23 In studies 
investigating the effects of the McCoy and Macintosh 
laryngoscopes and C-MAC® video-laryngoscope on 
hemodynamic responses, different results have been 
reported.5-23  Along with studies stating that the C-MAC® 
video-laryngoscopy and Macintosh laryngoscopy 
methods have similar effects on hemodynamic 
response, others have stated that the C-MAC® video-
laryngoscopy method reduces hemodynamic response, 
and the lower lift force applied to the supraglotticregion 
with video-laryngoscopy may be effective in this 
response.11,12,16,18,22,23 In contrast, other studies 
demonstrated an increased hemodynamic response by 
C-MAC® video-laryngoscopy.11 In their study comparing 
the cardiovascular changes and catecholamine 
concentrations during orotracheal intubations with 
the McCoy and Macintosh laryngoscopes, McCoy et 
al6 reported that the McCoy blade caused less stress 
response, stating that this could be due to the reduced 
lifting force on the base of the tongue required to 
obtain a clear image of the glottis. In another study, it 
was reported that McCoy and Macintosh laryngoscopy 
procedures cause similar hemodynamic responses, 
and the same blade design of the 2 laryngoscopes 
can cause a similar stress response in the oral cavity/
pharynx.15 While there was no difference in this study 
in the hemodynamic response between the McCoy and 
Macintosh laryngoscopes in ASA I–II patients, in a study 
comparing the hemodynamic response to intubation 
with McCoy and the Macintosh laryngoscopes and 
C-MAC® video-laryngoscope, Sarkılar et al15 reported 
an increased hemodynamic response to the Macintosh 
laryngoscope and C-MAC® video-laryngoscope in 
cardiac surgery patients.12 The results of this study, 
which did not show any difference in the hemodynamic 
response to laryngoscopy and intubation between all 3 
laryngoscopy methods, concurred with the literature. 
The similarities in the hemodynamic response between 
the groups may be due to the inclusion of patients 
with normal airways and Mallampati and ASA scores 
≤3 and preservation of hemodynamic stability by 
providing titration of the drug doses administered 

during induction by BIS monitoring. Additionally, 
nonstandard narcotic analgesic and lidocaine doses used 
during induction of anaesthesia may be the cause of 
differences in hemodynamic response to laryngoscopy 
and intubation in different studies. Finally, the fact that 
all 3 laryngoscope blades had the same structure may 
have affected this study’s results.

Traditionally, ICP is measured by brain imaging or 
invasive monitoring.25,37 However, the measurement 
of ONSD using ultrasound to evaluate ICP has 
generated considerable interest in the last decade.26-33 
The intraoperative use of ONSD has gained popularity, 
and many studies have evaluated ONSD in anesthesia 
applications.26-34 In a meta-analysis of ONSD in 
laparoscopic surgeries, it was found that the increase in 
ICP at the early and late stages of pneumoperitoneum 
could be evaluated by ONSD measurement.26 In a 
study performed in robotic prostate surgeries, ONSD 
increased in a time-dependent manner following 
baseline measurement after pneumoperitoneum and 
a 45 degrees Trendelenburg position.33 In their study 
comparing the effects of anesthetics on ICP in robotic 
prostate cancer operations, Yu et al34 demonstrated that 
ONSD was lower in patients receiving propofol infusion 
after 30 minutes than those receiving sevoflurane.

Although ICP changes correlate strongly with 
expansion and changes in ONSD, the cut-off value 
of the minimum ONSD for detection of intracranial 
hypertension cannot be fully determined, namely, 
if an increase in ONSD is detected, strong values 
are needed to initiate treatment quickly.35-37 As with 
other ultrasonographic studies, ONSD measurement 
is dependent on the evaluator and is therefore subject 
to error and variability. However, variability in ONSD 
measurement may be minimized, as the measurement 
methodology is well standardised, and the results 
are highly reproducible, unlike more complex 
ultrasonographic imaging techniques.37 In this study, 
to minimise interpersonal measurement variations, 
each measurement was performed by three people, 
and their averages were evaluated. Moreover, instead of 
using a certain cut-off ONSD value, it was determined 
that comparing the ONSD changes over time could 
provide more accurate results, and the data were 
interpreted accordingly. The effects of laryngoscopy and 
intubation performed with the McCoy and Macintosh 
laryngoscopes and the C-MAC® video-laryngoscope on 
ONSD were similar in this study, and only C-MAC® 
video-laryngoscopy showed no significant change in 
the ONSD values between measurement times. The 
increases observed in the first minute after intubation 
in all three groups were considered consistent with 
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response to intubation. The intragroup comparisons 
showed that the ONSD values, which tended to fall in 
comparison to the first minute after intubation, were 
not significantly different but continued to increase 
up to three minutes after intubation in the C-MAC® 
video-laryngoscope group. This is thought to be due 
to the longer intubation time in the C-MAC® video-
laryngoscope group.

Laryngoscopy time is an important variable 
which affects the degree of hemodynamic response 
to intubation. The hemodynamic response’s 
magnitude increases with the strength and duration 
of laryngoscopy and may also be influenced by 
long-term intubation.2 Moreover, studies have reported 
both longer and shorter intubation times in different 
video-laryngoscope procedures in comparison to 
classical laryngoscopes.12,13,18 It has been reported that 
a long intubation time does not affect hemodynamic 
parameters in intubations performed with the C-MAC® 
video-laryngoscope.12,13 In this study, the possible 
reasons for the longer time needed for intubation with 
C-MAC® video-laryngoscopy may be listed as follows: 
the video-laryngoscope blade covers a larger area in the 
oral cavity, and the tongue pushed to the left reduces 
the space available for insertion of the tube into the 
oral cavity during intubation; fogging of the video-
laryngoscope lens prevents clear visualization of the 
glottis due to non-inhaled gases, and C-MAC® video-
laryngoscopy requires greater hand-eye coordination in 
comparison to conventional laryngoscopies.

Study limitations. Firstly, the major limitation was 
the difficulty in blinding with this study design, which 
could have led to a potential study bias. However, a 
separate anesthesiologist who did not know the type 
of laryngoscopy was involved in the data collection 
process. It was impossible to blind the intubating 
anaesthetist for the laryngoscope being used. Second 
of all, the arterial blood pressure was not invasively 
monitored because of the ethics committee’s concerns. 
Thirdly, the study population comprised patients with 
ASA I-II with a normal airway. Therefore, the results 
cannot be extrapolated to other patient groups with 
concomitant medical problems or anticipated difficult 
airways. Furthermore, the catecholamine levels were 
not detected during the laryngoscopy process. Finally, 
the force applied on the base of the tongue was not 
measured, which could have enlightened the correlation 
between the amount of force applied to the supraglottic 
tissues and the neuroendocrine response to the force 
used.

In conclusion, in patients with normal airways, the 
McCoy and Macintosh laryngoscopes and the C-MAC® 

video-laryngoscope had similar effects on the ONSD 
and haemodynamic response to laryngoscopy and 
intubation. Only C-MAC® video-laryngoscopy showed 
a significant increase in the ONSD values during the 
measurement periods, although the intubation time was 
longer. It was concluded that intubations with C-MAC® 
video-laryngoscopy would be more appropriate in 
patients with possible ICP increase. Further studies are 
needed to explain the effects of ONSD measurements 
on ICP in glaucoma, ophthalmic surgery or intracranial 
pressure elevation cases, rather than in a healthy patient 
population.
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